Application Note 


y to broadband noise Ce ioe. oe im- 

ulses. Early work of C.1.S.P.R. (Comite International Special 

des Perturbations Radioelectriques = International Special 
Committee on Radio Interference) led to the conclusion that 
the best measure of the effect of this type of interference 
would be by using a quasi-peak type of voltmeter. This type of 
voltmeter gives a weighted value depending on PRF (pulse 
repetition frequency) such that a lower PRF (pulses occurring 
less frequently) results in a lower reading. Subsequent ex- 
perience has shown that a true peak or r.m.s. voltmeter might 
be more accurate, but the quasi-peak measurement has been 
retained because 1.) peak and quasi-peak indications are 
nearly the same for relatively high PRF’s; 2.) there is exten- 
sive experience with quasi-peak readings which reflect the 
“‘nuisance value’ of broadband noise; 3.) a large number of 
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(Subtract from spectrum analyzer reading) 


HOW TO GET QUASL-PE 


HP Spectrum Analyzers can be used to make quasi-peak 
measurements if the PRF is known or measured from the 
Spectrum Analyzer display. The quasi-peak value is found by 
subtracting the factors in the graph below from the indicated 
peak value on the Spectrum Analyzer in the bandwidths 
indicated on the curves. If another bandwidth is chosen, 
subtract 10 dB more for each step wider in bandwidth (with 1, 
3, 10 sequence). For example, if the level on the analyzer is 
+44 dBuV (-63 dBm) at 20 MHz in the 30 kHz bandwidth and 
the PRF is 10 Hz; then the quasi-peak value is +44 dBuV -20 
dB (correction factor) -10 dB (bandwidth correction) or +14 
dByy. 

These curves are valid for C.I.S.P.R., V.D.E., British 
Standards, Australian Standards, and others based on 
C.J.S.P.R. For CW signals, quasi-peak and true peak volt- 
meters give similar readings. 


tet atl 


1 kHz 


Pulse Repetition Frequency 


In the 30 - 1000 MHz range, quasi-peak = 


r.m.s.if PRF > 10 kHz. 


In the 0.01 - 30 MHz range, quasi-peak is undefined for PRF’s >10 kHz because the spectral 


lines are resolved. 


*Includes conversion of spectrum analyzer IF bandwidth to equivalent impulse bandwidth. 


HOW TO DETERMINE PRF 


The way we determine PRF depends on whether the pulses 
are periodic or random burst. For example, if the pulses 
repeat at a regular interval i.e., periodic, then with a wide 
bandwidth we will see a ‘‘pulse’’ spectrum rather than a 
‘‘line’’ spectrum*, as shown in figure 1a. Then we can video 
trigger on the pulses and vary the scan time of the analyzer to 
determine the PRF from the scan time per division setting 
(see figure 1b). Now that the PRF is known, the quasi-peak 


level can be determined for any frequency in the ‘‘pulse’’ 
spectrum using the appropriate correction factor from the 


graph. 


Pulses may sometimes occur at random intervals rather 
than periodic. The maximum level for a quasi-peak meter in 
the ‘‘pulse’’ spectrum is a result of the pulses spaced closest 
together. This pulse spacing can be determined by single 
scanning the Spectrum Analyzer several times and using the 
greatest PRF displayed to determine the quasi-peak level. 
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FIGURE 1. (a) This is the true peak of conducted EMI from an SCR light dimmer, and the 
quasi-peak level found from the graph. (b) The PRF is determined by video triggering and 
using the calibrated scan time to determine the time between pulses. 
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In the example above, the PRF = 1.7 DIV x 5 ms/DIV = 
120 Hz. From the graph, the quasi-peak correction factor is 
9 dB in the 0.15-30 MHz range. The 300 kHz bandwidth used 
in this measurement is 3 steps (300 kHz, 100 kHz, 30 kHz, 
10 kHz) wider than the 10 kHz bandwidth designated in the 


*Refer to HP Application Note 150-2 (Lit. No. 5952-1039) 
for detailed discussion of pulsed RF spectra. 
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graph. Hence, the bandwidth correction factor is 30 db. 
Therefore, the quasi-peak level is 39 dB down from the level 
indicated on the Spectrum Analyzer. 


NOTE: In situations where broadband measurements must 
comply with exacting CISPR standards, the spectrum an- 
alyzer may be limited in terms of potential overload or lack of 
sensitivity. These limitations, however, can be overcome 
through the use of external preselection and/or preamplification. 
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For more information, call your local HP Sales Office or nearest Regional Office: Eastern (201) 265-5000; Midwestern (312) 255- 9800; Southern (404) 955-1500; Western (213) 
970-7500; Canadian (416) 678-9430. Ask the operator for instrument sales. Or write Hewlett-Packard, 1501 Page Mill Road, Palo Alto, CA 94304. In Europe: Hewlett-Packard 
S.A., 7, rue du Bois-du-Lan, P.O. Box, CH 1217 Meyrin 2, Geneva, Switzerland, In Japan: Yokogawa- Hewlett- Packard Ltd., 29-21, Takaido-Higashi 3-chome, Suginami-ku, Tokyo 168. 
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